
歷次 FT4 品管檢體測定結果之實驗室間 C.V. 分佈圖 

歷次 FT4 品管檢體檢驗值與實驗室間 C.V. 分佈圖 

n = 61         Median of CV = 12.9%         Mean of CV = 14.5%         SD of CV = 6.8%         Range of CV= 4.4% ~ 36.5%      
 (Survey: CHT2010-08 to CHT2011-09) 

CHT2010-08 
(Test Run) 

CHT2010-09 

0                    1                    2                    3                    4                    5                    6                    7                    8 

FT4 

[ ng/dL] 

1. CHT2011-09 survey show in blue.(                 ) 
2. Outlier(s) not included in CV calculation. 
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